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Abstract 
Development of new methods and high-rate means for converting the amplitude of high-frequency 
periodic signals into a binary code with high speed for solving problems of industrial tomography, radar, 
radio navigation, during measurements of amplitude-frequency characteristics, measurement of the amplitude 
of signal generators is relevant in scientific terms and useful in practical applications. The aim of the study 
was to create a new amplitude meter for high-frequency periodic signals based on the Fibonacci method 
without converting the AC voltage into an equivalent parameter.
Based on the developed algorithm and the equation for converting the amplitude of periodic signals into 
code using the Fibonacci method, a functional scheme of the amplitude converter has been developed. This made 
it possible to realize an 8-bit amplitude converter in code on the FPGA Cyclone V series of the Altera company.
Amplitude converter of periodic signals into the code based on the Fibonacci method consists of: two 
comparators, a phase detector, a short pulse shaper, a digital-to-analog converter, a Fibonacci register, 
an extender,  a  clock  counter,  a  decoder  and  an  indicator.  In  the  developed  meters  of  the  amplitude 
of the periodic signal, the process of forming the measuring periods and their calculation was applied, 





Based on the obtained research results, a high-resolution converter of the amplitude of high-frequency 
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измерителя  амплитуды  высокочастотных  периодических  сигналов  на  основе  метода  Фибоначчи 
без преобразования переменного напряжения в эквивалентный параметр. 
На  основе  разработанного  алгоритма  и  уравнения  преобразования  амплитуды  периодических 
сигналов  в  код  с  использованием метода Фибоначчи разработана функциональная  схема преобра-
зователя  амплитуды.  Это  позволило  реализовать  8-разрядный  преобразователь  амплитуды  в код 
на программируемой логической интегральной схеме серии Cyclone V фирмы Altera.
Преобразователь  амплитуды  периодических  сигналов  в  код  на  основе  метода  Фибоначчи 
состоит  из:  двух  компараторов,  фазового  детектора,  формирователя  коротких  импульсов,  цифро-
аналогового  преобразователя,  регистра  Фибоначчи,  екстрематора,  счетчика  тактовых  импульсов, 
дешифратора и индикатора. В разработанном измерителе амплитуды периодического сигнала были 
применены процесс формирования измерительных периодов и их подсчет, что позволило избежать 
преобразования  переменного  напряжения  в  эквивалентный  параметр.  Процесс  формирования 
измерительных периодов и их подсчет реализованы на основе компаратора и счетчика. Применение 
регистра  Фибоначчи  позволило  установить  время  преобразования  на  уровне  N/f  (количество 
разрядов регистра/частота входящего сигнала). Использование в основе работы регистра Фибоначчи 
последовательности пентаначчи позволило получить нечетные значения кода на его выходе.
На  основе  полученных  результатов  исследований  может  быть  разработан  высокоразрядный 
преобразователь амплитуды высокочастотных периодических сигналов в двоичный код с высоким 
быстродействием для задач промышленной томографии, радиолокации и радионавигации.
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tomography [1] requires a process of measuring 
the amplitude of high frequency periodic signals, 
but not its mean root mean square or median-
directed value. Since  the amplitude of  the reflected 
signal depends on the current image of the spatial 
distribution of physical quantities. Tracking changes 
in size is an urgent task for many industries. In atomic 
energy it can be controlled by a chain reaction in an 
atomic  reactor.  In  the  chemical  industry,  it can be 
controlled by the chain reaction of cracking, 
combustion,  polymerization  and  other  reactions. 
In heat power engineering it can be a control of the 
process of cavitation in the heat generator. This will 
allow for the objective control of technological 
processes in industrial facilities, providing technical, 
economic or  environmental  efficiency.  In  the  radio 
geodesy, the area of the object of observation depends 
on the  amplitude  of  the  reflected  signal  to estimate 
the volume of minerals.
At  the same  time,  the analysis of  scientific and 
technical  literature  and  patent  search  showed  [2–6] 
that today these problems are solved by converting the 
alternating voltage into an equivalent constant voltage 
or  thermal  energy  parameter.  The  use  of converters 
based  on  the  amplitude  detector  [2]  results  in  a 
reduction in sensitivity, the occurrence of a conversion 
error, which respectively results in distortion 
of measurement  results.  In  this  case,  the measuring 
channel needs to stabilize the characteristics of the 
transformation into the targeted efforts of scientists.
Existing  means  [7],  which  directly  measure 
the amplitude of periodic signals, convert it into 
binary code and operate only at low frequencies 
(sigma-delta analog-to-digital converter) or have 
a low bit (parallel ADC) and not synchronized 
with  the  input  signal.  This  in  the  first  case makes 
it impossible to use them for research data, and 
in the second one, it increases the error and time 
of the processing of the measurement results and, 
accordingly, reduces the sensitivity of the receiver.
The  aim  of  the  study  was  to  create  a  new 
amplitude meter for high-frequency periodic signals 
based on the Fibonacci method without converting 
the AC voltage into an equivalent parameter.
Main part
The  essence of  the  developed method  consists 
in the consistent approximation of the value of the 
comparative voltage to the level of the amplitude 
of the input periodic signal. According to the scheme 
presented in Figure 1, the measurement begins 
with the process of comparing the amplitude value 
of the voltage of the input periodic signal U with 
the value of the comparative voltage Uc, and can be 
determined by the equation [8]: 
Uk1 = U  – Uc .      (1)
 Figure 1 – Scheme  of  the  process  of  measuring 
the amplitude of the periodic signal by Fibonacci method 
Simultaneously  with  the  comparison  process, 
the allocation of a positive half-wave of a periodic 
signal occurs, that is, the formation of measuring 
periods. The mathematical model of such a process 
can be described by the expression [8]: 
Uk2 = (U  – |U–|)k,         (2) 
where U_  –  amplitude  of  the  negative  half-wave 
of the periodic signal; k – gain. 
A mathematical model describing the process of 
phase detection can be set by a system of equations [9]: 
where φ – phase shift, whose value can be obtained 
from  the  expression  φ = 2πτx/T (τx  –  time  shift 
between the signal of the process of forming the 
measuring periods (Uk2) and the signal of the 
comparison process (Uk1), T – input signal period).
The  process  of  the  number  of  periods  of  the 
investigated signal can be conventionally described 
by the equation [10]: 
C = 2k ,       
where k  –  number  of  digits  required  to  count 
the number of periods. 
The  Fibonacci  sequence  is  defined  as  a  series 
of numbers, in which each subsequent number 
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described by a recurrence relation: 
an+1 = an + an-1,
where a1 = 1, a2 = 1. 
In theory there are tribonacci sequences, which 
are  defined  as  a  series  of  numbers,  in  which  each 
subsequent number is equal to the sum of the three 
previous  ones.  Accordingly,  a  quaternacci  and 
pentanacci sequence can be formed, which is defined 
as a series of numbers, in which each subsequent 
number  is  equal  to  the  sum  of  the  previous  five, 
and this sequence of numbers can be described by 
the recurrence relation: 
an+1 = an + an-1 + an-2  + an-3 + an-4 .   (4)
The  process  of  converting  a  digital  code  to 
the corresponding value of a constant voltage 
is characterized by a change in the value of the 
comparative voltage Uc by the value: 
where an –  the  value  of  the  Fibonacci  number 
binary code; U0 – the reference voltage required for 
the digital code conversion process.
Combining  expressions  (1)–(5)  we  obtain 
a mathematical model that describes the process 
of converting the amplitude of a periodic signal into 
a code by the Fibonacci method: 
In  accordance  with  the  mathematical  model 
(6),  for  the  Fibonacci  method,  the  transformation 
equation can be written as: 
In  accordance  with  the  mathematical  model 
(6)  and  transformation  equation  (7),  an  algorithm 
for the process of converting the amplitude 
of the periodic signal into the code by the Fibonacci 
method is presented in Figure 2. 
 
Figure 2  –  Algorithm  of  the  process  of  transforming 
the amplitude of periodic signals method of successive 
approximation 
This  algorithm  displays  a  sequence  
of stages of the process of converting the amplitude 
of a periodic signal into a digital code, and also 
involves checking the condition of matching 
the values of the voltage of the investigated 
signal and the comparative voltage and checking 
the condition of equality of the digital equivalent 
of the phase shift to the value of the logical «1» 
or  «0».  Checking  the  first  condition  indicates  
the cyclicality of the measurement process until 
the moment of setting the amplitude value 
of  the  input  periodic  signal.  Checking  the second 
condition determines the positive or negative effect 
of the conversion process. 
According to the mathematical model 
and algorithm, a functional diagram of the 
transformation process is developed (Figure 3) 
and represented by oscillograms (Figure 4), which 
confirm  the  efficiency  of  the  developed  method  
and obtained in the Quartus.
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The  comparator  2  generates  a  sequence 
of rectangular pulses from the input periodic 
signal, which are simultaneously pulses of 
synchronization for the Fibonacci register, 
counter pulses for the counter, and a reset 
signal  for  the  phase  detector.  The binary  output 
code of the counter arrives at the entry of the 
Register data and indicates the number of the 
measurement  period.  In  the  case  where  the level 
of the input periodic signal applied to the positive 
input of the comparator 1 exceeds the value 
of the constant voltage applied to its negative input, 
a rectangular pulse will be generated at the output 
of the comparator. The front edge of a rectangular 
pulse indicates the initial moment to form a phase 
interval.  The  end  point  of  the  phase  interval  is 
given  by  the  front  edge  of  the  reset  signal. Thus, 
the phase detector forms a phase interval, the 
presence of which during a single period of the 
synchronization signal sets the positive cycle of 
the  Fibonacci  register.  Accordingly,  the  absence 
of  a  phase  interval  indicates  a  negative  cycle. 
The binary  code generated  in  the  register  sets  the 
value of the DC voltage at the output of the digital-
to-analog  converter.  Upon  termination  of  the 
iterative process, the Fibonacci register value of the 
comparative constant voltage will correspond to the 




The  digital  part  of  the  amplitude  converter 
to the code by the Fibonacci method is 
implemented on the FPGA Cyclone V series. The 
Fibonacci register is implemented on the basis of 
the pentanacci sequence (4), which allowed to get 
odd values of the code at its output. The maximum 
frequency of the input signal for this converter 
is 100 MHz.
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Conclusion
The  Fibonacci  method  for  analog-to-digital 
conversion of the amplitude of a periodic high-
frequency signal is further developed, which, unlike 
existing ones, consists in finding the amplitude value 
by increasing or decreasing the level of comparative 
voltage with each period of comparison, the number 
of which is determined by the register, which 
makes it possible to avoid the transformation 
alternating voltage to the equivalent parameter and 
set the conversion time and at the level N/f (number 
of register digits / input frequency). 
The algorithm was developed and the equation 
for converting the amplitude of periodic signals 
into the code using the Fibonacci method was 
used, on the basis of which a functional diagram 
of  the  amplitude  converter  was  developed.  This 
allowed the implementation of a 8-bit amplitude 
converter in code on the FPGA Cyclone V series 
of the Altera company.
The  obtained  research  results  can  be  used 
for the development of high-frequency means 
of converting the amplitude of high frequency 
periodic signals into binary code with high speed: 
in industrial tomography, radar and radio navigation 
for the monitoring of fast-moving processes with 
a duration of more than 10-6 s.
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